Abstract -We are investigating automatic image registration methods that can he used for interventional magnetic resonance imaging (iMW guided radiofrequency (RF) thermal ablation of prostate cancer. We tested the ability of slice-to-volume registration between iMRl slice images and high-resolution MRI volumes. Images were acquired from a conventional 1.5 T and an interventional 0.2 T MRI system. We evaluated the registration quality hy calculating 3D displacement on a voxelby-voxel basis over a volume of interest between slice-to-volume registration and volume-to-volume registration that was previously shown to be quite accurate. Visual inspections such as color overlay and contour overlap were also used for registration evaluation. More than 300 registration experiments were performed on MR images of volunteers. Results showed that the registration was quite robust and accnrate (< 2 mm) for the transverse images covering the prostate. Keywords between r e a iMRI slices and high-resolution MRvolumes.
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We used visual inspections such as color overlay and contour We currently use interventional MRI as guidance for RF thermal ablation of abdominal cancer. In the case of the and slice-twvolume (SV) registration using simulated iMRI images [2], we are further testing the SV registration ability using real iMRI images in this study.
II. hhTERlALS AND METHODS
We acquired high-resolution MR volumes from three volunteers using a 3D rapid gradient echo sequence (PSI0 with 9.4/5.0/60 (TRITEFA) and a conventional 1.5 T MR system (Siemens Magnetom S ymphony,Erlangen. Germany).
m. RESULTS
We performed over 300 registration experiments. The W registration of MRI and iMRI volumes is quite accurate with prostate centroid typically less than 1 mm. As compared to the VV results, the VOI displacement of SV registration is less than 2 mm for all transverse slices covering the prostate. Most coronal slices (86%) gave an accuracy of less than 2.5 mm. Nearly half of sagittal slices (46%) gave an accuracy of less than 5 mm. This suggested that transverse slices were the best. Inspection indicates that bladder andlor rectal filling interfered with registration of coronal and sagittal slices because of deformation. Visual inspection of SV registration between iMRI slices and high-resolution MRI volumes demonstrated similar results.
IV. CONCLUSION
It is quite feasible to use SV image registration to aid the application of interventional MRI-guided RF thermal ablation of prostate cancer. We are beginning to explore these applications in dog experiments. Volunteers laid supine similar to the diagnostic position in routine MR scanning. Two volumes were acquired for each volunteer. Volume images were normally 256x256~128 with the voxel size of 1.4x1.4x1.5-mm. We also acquired images from the same volunteers using a 
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